The Fontan operation was described in 1971 by Fontan and Baudet 1 to palliate tricuspid atresia. The physiology of this anatomic reconfiguration relies on postcapillary energy and a favorable pulmonary-atrial pressure gradient to drive venous blood return to the heart. Completion of Fontan circulation fundamentally alters the cardiopulmonary physiology. 2 Although saturations are normalized, disadvantages include increased systemic venous pressure, venous congestion, and decreased cardiac output (CO). It is estimated that approximately 50,000 to 70,000 individuals have received Fontan circulation completion 3 ; this patient population is expected to double over the next 20 years. 4 Many patients experience complications related to the aforementioned deranged hemodynamics that are unavoidable after bypass of the subpulmonary ventricle. 5 Generally, these issues develop over time and continue to worsen, resulting in a ''failing Fontan'' physiology, [6] [7] [8] which has a high incidence of mortality. [9] [10] [11] The growing and aging Fontan population is likely to have high rates of medical resource use 12, 13 and will likely place increased pressure on already burdened organ transplantation programs. 14 In their original description, Fontan and Baudet 1 intended to use the contractile properties of the right atrium (RA) to propel blood to the lungs. A valve was placed at the atriopulmonary anastomosis to optimize ''ventriculized'' atrial work and prevent retrograde flow. Early experience with valves within the Fontan circulation was associated with obstruction to flow and thrombosis. 15 Attempts to use the atrium as a pumping chamber were abandoned because of poor results and a high incidence of reoperations. 16 There are significant energy losses as the blood traverses the complex geometric shape of the atrium. 17 Further, in vitro studies demonstrated pulsation of valveless chambers provide net resistance to prograde flow. Because of this, surgeons currently ''streamline'' flows between inferior vena cava (IVC) and pulmonary arteries (PAs), creating a total cavopulmonary connection (TCPC) by the lateral tunnel operation or using an extracardiac conduit that excludes most or all of the atrium. 5, 16 Today, clinical therapies available to improve Fontan hemodynamics are limited. Addressing ''right-sided'' failure is a significant unmet need because approximately two thirds of adult patients with Fontan circulation who die or require heart transplantation have preserved single-ventricle systolic function. 18 A long-standing interest is recapitulating the subpulmonary ventricle effect in patients palliated to Fontan circulation to increase pulmonary blood flow and decrease central venous pressure (CVP) (Video 1). Multiple investigators have attempted subpulmonary support using biological or mechanical assists (Figure 1 ).
BIOLOGICALLY BASED FONTAN CIRCULATION ASSISTS
Methods to provide Fontan circulation assistance with biologic devices can be organized within 2 major categories that include use of autologous skeletal muscle to create an independent ''neoventricle'' or a ''wrap'' for external compression ( Figure 2 ). Both methods take advantage of the contractile properties of skeletal muscle to generate a compressive force to pump blood into the pulmonary circuit.
In the 1980s, several groups attempted to assist pulmonary blood flow in the Fontan circulation by using autologous latissimus dorsi (LD). In 1987, Macoviak and colleagues 21 described use of LD for myoventriculoplasty, creating a neoventricle myograft to establish pulmonary blood flow in a dog model. Building on this concept, skeletal muscle ventricles (SMVs) were constructed from LD in dogs. 19, 22 The SMV received systemic venous return from the IVC and superior vena cava (SVC), and the outflow was connected to the main pulmonary artery (MPA); valves were incorporated to promote unidirectional flow. A pacing system stimulated the SMV to contract. After the SMV was turned ''on'', it generated pulsatile flow of greater than 5 L/min to the PAs. However, the SMVs were less compliant than ventricular myocardium, and the inflow valve posed an impediment to flow. The authors asserted that an alternative design was needed to overcome hampered SMV preload, and Niinami and colleagues 23 devised a right ventricle assist using a ''Rastelli-SMV'' configuration where an SMV was placed between the right ventricle and MPA. This resulted in significantly increased CO, peak pulmonary arterial pressures, and systemic SBP with some animals surviving more than 3 months. 24 The ''Rastelli-SMV'' model facilitated filling of the SMV with right ventricular work, but this configuration is not applicable for Fontan circulation assistance.
Atrial cardiomyoplasty was investigated as a potential method to increase pulmonary flows in the Fontan circulation. 20, [25] [26] [27] In a canine model, atrial cardiomyoplasty was used to increase pulmonary blood flow by ''ventricularization'' of the RA. 20 A modified atriopulmonary Fontan connection was created by surgical closure of the tricuspid valve and placement of a conduit between the RA appendage and the distal PA trunk. The left LD was mobilized and wrapped around the RA conduit and stimulated to produce pulsatile, augmented pulmonary flow. Investigators showed a concomitant increase in CVP and postulated a valve (at inferior cavoatrial junction) was needed to produce meaningful work. In a similar experiment in which an expanded polytetrafluoroethylene (ePTFE) conduit was compressed by LD, investigators found a decrease in total pulmonary flow due to impaired conduit filling. The results from these experiments precluded clinical translation of these subpulmonary assist strategies.
Enthusiasm for using autologous skeletal muscle to provide a physiologic, pulsatile correction to the Fontan circulation waned. Use of autologous LD has an associated implicit morbidity, and overstimulation of skeletal muscle with electrical current leads to muscle injury. 28 Harmful effects are seen with rapid stimulation; biopsies from the muscle wraps demonstrate fibrofatty replacement of contractile tissue. 29 In addition, ''normal'' systemic venous pressures were unable to provide adequate preload to the constructs.
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MECHANICALLY BASED FONTAN CIRCULATION ASSIST
Given the revolutionary impact of mechanical support devices in the treatment and care of those with heart failure, [30] [31] [32] investigators moved away from biologically derived 
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solutions for the Fontan circulation assistance and have instead focused on mechanical devices to provide for Fontan circulation assistance. In a seminal article, Rodefeld and colleagues 33 described the use of 2 axial flow pumps to provide pulmonary blood flow in a sheep model of TCPC ( Figure 3 ). The SVC and IVC were anastomosed to the PA under cardiopulmonary bypass, and axial flow pumps were advanced in the IVC and SVC. Cavopulmonary support was titrated to obtain nearly normal physiologic parameters including mean systemic venous and PA pressures; mechanical support of the simulated TCPC circulation provided stable cardiopulmonary function throughout the duration of the experiments. To prevent recirculation and retrograde flow, an obstructive separator was needed to isolate the inflow from the outflow of the pumps. Additional concerns were raised about caval collapse from device suction.
Studies followed using computationally modeled simulations of mechanical cavopulmonary assistance. Investigators demonstrated feasibility of ''virtual'' flow assist devices in idealized Fontan models 36 and patient-specific anatomy rendered from imaging data. 37 Several other studies have investigated the use of novel axial flow devices as subpulmonary assists to the Fontan circulation in both computational fluid dynamics or mock circulation flowloop models. [38] [39] [40] [41] In addition to axial flow devices, others have tested novel or prototype pulsatile and centrifugal ventricular assist devices (VADs) in a mock Fontan circuit. 42 Several groups have studied the applicability of clinically available VADs to augment flows within the TCPC. [43] [44] [45] [46] Notably, VADs are nearly all designed for systemic arterial support, and some modification of the commercially available devices has often been necessary to allow them to operate in low pressure systems. 46 Derk and colleagues 43 inserted the Jarvik 2000 (Jarvik Heart, Inc, New York, NY) axial flow pump between the systemic venous return and the PAs in an acute pig Fontan model. Both the SVC and IVC provided inflow to the device with outflow connected to the MPA. After completing the Fontan circuit, the animals experienced systemic venous hypertension and an acute decrease in CO. However, activation of the device restored normal physiologic parameters. Another group found similar results with TCPC assist from the HeartMate II (Thoratec Corp, Pleasanton, Calif) in an acute sheep model. 44, 45 A different study also used the Jarvik 2000 in a ''T-shaped'' TCPC sheep model. 46 The ''T'' TCPC configuration was accomplished by connecting the IVC to the SVC with an ePTFE tube and attaching a second conduit (in which the VAD was placed) perpendicularly to the downstream end that was connected to the PA trunk. The investigators generated approximately 2 to 3 L/min flows in the modified TCPC. The CVP in the supported group resembled baseline conditions with a mild increase in pulmonary pressures 3 hours into the experiment. A recent study evaluated the efficacy of the HeartWare CircuLite (Framingham, Mass) to augment subpulmonary flows in an in vitro mock Fontan circulation. The VAD was tested in 3 scenarios within the TCPC but was unable to achieve the authors' goals for hemodynamic assistance in any of the configurations. 47 A recent study by Pekkan and colleagues 48 described use of an ''integrated aortic turbine venous assist system'' for augmentation of pulmonary arterial flow in patients with Fontan circulation. The group's novel design uses systemic arterial blood pressure as the driving force of the device, which would obviate the need for an external power source and driveline. The high systemic pressure head drives the blood turbine to power a pump impeller that supplies the high-flow and low-pressure venous circulation. The investigators tested the device in a mock flow loop of several different Fontan circulation scenarios. This powerful proof-of-concept study was limited by several prototype inefficiencies, and in experiments an aortic steal of 1.0 L/min produced a net pump assist of 2 to 3 mm Hg in the subpulmonary circulation. The authors discussed improved design characteristics in a second-generation device with encouraging results in, as yet, unpublished studies. This impressive work showcases the ingenuity and creative approaches investigators are taking to create solutions for patients with Fontan circulation.
Catheter-based VADs have been proposed as a temporary means of supporting failing Fontan circulation. 49 In an The rotating disc radially displaces fluid and reduces power loss. AAo, Ascending aorta; RPA, right pulmonary artery; SVC, superior vena cava; MPA, main pulmonary artery; LPA, left pulmonary artery; RA, right atrium; RV, right ventricle; IVC, inferior vena cava.
in vitro mock circuit of the TCPC, Impella devices (Abiomed, Danvers, Mass) were used to characterize the local response of pressures and flows during support. Use of Impella devices improved hemodynamics; however, a barrier separating the inlet and outlet of the device was required to prevent recirculation and provide meaningful work. Additionally, 2 devices were required to avoid systemic venous hypertension in the SVC circuit. A different group tested the Impella system in an acute animal model of atriopulmonary Fontan connection 34 ( Figure 3 ). Animals not supported by the device quickly experienced cardiovascular collapse. The investigators found recirculation to be a significant issue with device use. However, once a tourniquet was placed between the inflow and outflow of the device preventing recirculation, mean arterial pressure was increased with concomitant decrease in CVP and normalization of mixed venous saturations.
An ingenious solution to circumvent the potential for caval collapse, hemolysis, and obstruction to venous return, Rodefeld and colleagues 50 designed a viscous impeller pump based on the von Karman pump principle 50 ( Figure 3) . The design uses a large, flat disk that is rotated; fluid is drawn in vertical, Y-axis and accelerated outwardly in the radial, X-axis direction. Thus, placing the disk in the center of the TCPC may potentially augment blood flow in both pulmonary arteries with a single device. In experiments, a stationary impeller caused an 88% reduction in blood flow power loss. A 20 mm Hg pressure increase in the PAs was generated at approximately 4 L/min when surface vanes were incorporated into the impeller design. Although follow-up studies showed hemodynamic advantage of the viscous impeller pump in the in vitro setting, [51] [52] [53] no studies yet describe in vivo support.
In addition to the previously described intravascular mechanical support devices, mechanical devices with extravascular mechanisms have been investigated. Yamada and colleagues 54 described the potential utility of a temporary pulmonary circulation support device to provide pulsatile, ''peristaltic'' flow in patients with Fontan circulation who have a TCPC (Figure 4) . In a simple mock flow circuit, memory-alloy fibers were wrapped around an ePTFE Fontan conduit and stimulated to ''contract'' with an electrical current. When contracting fibers in a sequential fashion, the researchers generated a pulse pressure of 3 to 5 mm Hg. However, neither mean flow rates nor mean pressures experienced significant changes.
In a different extravascular device application, Valdovinos and colleagues 55 tested the potential of an extra-aortic balloon device to augment pulmonary blood flow in a mock Fontan flow loop (Figure 4) . The c-Pulse system (CHF Solutions, Inc., Eden Prairie, Minn.), which is a counter-pulsation device and uses an inflatable ballooncuff, was secured to a polymer conduit flanked by valves in a simulated modified, mock Fontan circulation. Activation of the balloon provided pulsatile and increased PA flow. When the valves were removed, researchers found an increase in IVC pressure that resulted from conduit occlusion and lack of unidirectional flow.
CLINICAL FONTAN CIRCULATION ASSISTANCE
The use of mechanical support devices in patients with single ventricles is becoming increasingly frequent. 57 Clinical application of VADs in patients with failing Fontan circulation is almost universally relegated to support of systemic arterial blood flow. [58] [59] [60] [61] [62] [63] [64] [65] [66] [67] [68] [69] At our institution, we used a VAD to facilitate Fontan completion in a patient with Glenn physiology and severe ventricular dysfunction. 70 A recent article demonstrated the promise of temporary, catheter-based VAD support of the failing systemic ventricle. 71 Several patients with failing Fontan physiology have received simultaneous support of both the pulmonary and systemic arterial circulations (or pseudo ''biventricular support'') with device therapy including with dual Berlin EX-COR devices (Berlin Heart, Berlin, Germany) or the SynCardia total artificial heart (SynCardia Systems, LLC, Tucson, Ariz). 65, 72, 73 A clever strategy to a create a ''biventricular-like'' like solution for a patient with a failing single ventricle (non-Fontan) used 2 HeartWare HVAD pumps; one was placed in the ventricle in a usual fashion. After closing the atrial communication, a second device was placed in the RA and a modified outflow cannula was anastomosed to the PA. The patient's status improved, and the patient was discharged home to await heart transplantation. 74 To the authors' knowledge, there is only a solitary published report of mechanical support isolated to pulmonary blood flow in a patient with Fontan circulation.
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A 27-year-old patient with tricuspid atresia presented 4 months after Fontan revision with multiorgan dysfunction, a CVP of 30 mm Hg but normal ventricular function, and a competent mitral valve. Therefore, surgeons created a capacitance chamber, separated from the PAs, with inflows from IVC and SVC. The capacitance chamber was cannulated for inflow to the Berlin device, and the PA was cannulated for outflow to provide pulsatile, augmented pulmonary blood flow. The patient quickly experienced an improvement in symptoms, and, after 10 days, CVP decreased to less than 8 mm Hg. Thirteen months after implantation of the device, the patient successfully received a heart transplant. Although only clinically described once, some posit we may be at the dawn of a new clinical paradigm for patients with complex congenital heart disease in whom elective subpulmonary support could become the ''fourth stage'' of single ventricle palliation. 14 
FONTAN CIRCULATION ASSIST THERAPIES ON THE HORIZON
Technologic progress in the coming years may enable those born with single ventricle congenital heart disease a better quality of life and longevity. In just more than 40 years, progress from the congenital heart community, including innovations in surgical techniques as well as preoperative and postoperative care, has revolutionized the outlook for patients with single ventricle physiology. Likewise, already sophisticated VAD technology will continue to undergo further development and refinement that may enable use as primary, destination therapy. Use of transcutaneous charging technologies to realize driveline-less, fully implantable VADs 76 may be particularly relevant for patients with Fontan circulation because the power requirements may be 20% or less than a traditional left VAD. As previously mentioned, a blood turbine could eliminate the need for a traditional power source and the need for a driveline. 48 The expected reduction in infectious complications and increased freedom for patients that could result from a driveline-less VAD would be a significant boon for patients with Fontan circulation and may even enable chronic, long-term subpulmonary circulatory support.
The promise of stem cell technology and tissue engineering/regenerative medicine (TERM) may provide an alternative solution to the Fontan dilemma. Several investigators are attempting to apply TERM technologies to advance the care of patients with congenital heart disease. [77] [78] [79] In an intriguing study, Biermann and colleagues 80 described attempts to create a ''contractile extracardiac Fontan-tunnel'' with engineered heart tissue. Further, some investigators, including those in our group, are using TERM technologies with the intent to recapitulate the entire heart, 81, 82 which would obviate the need for a subpulmonary assist device.
Although past attempts for biologically based devices failed, new engineering opportunities are available to create a TERM device with relevant characteristics for subpulmonary Fontan circulation support. Previous biological devices required use of LD (skeletal muscle), which has intrinsic properties incompatible with older valve technology and unsuitable for use as blood pump. Not only has valve technology improved but also stem cell biology has evolved. Thus, today many cell types are available for use in a TERM device, including cardiomyocytes that can be derived from autologous or allogeneic sources. Moreover, germane cell types can be coupled with bio-matrices with ''tunable'' mechanical properties, making an intentionally designed TERM device more likely to achieve the specific requirements for use as a subpulmonary assist device. Given the number of component options available, the properties of a TERM device may be tailored to improve compatibility with promising existing valve technology. 15, 83 We believe a subpulmonary assist device that incorporates TERM technologies is the solution with the highest likelihood to achieve chronic support for the Fontan circulation, and we have established a program to generate a novel biological subpulmonary pump.
CONCLUSIONS
Temporary support of failing Fontan circulation is desirable when the patient is a candidate for cardiac transplantation; however, the ''Holy Grail'' of subpulmonary Fontan assistance is application of a durable, long-term solution for patients. The report from Pretre and colleagues 75 confirms mechanical subpulmonary assistance is possible in patients with Fontan circulation. Previously attempted biological and mechanical assist devices possess drawbacks making their use for long-term support less desirable or impossible. The putative solution for Fontan cases would incorporate a robust, sustainable, biologically compatible subpulmonary assist device with minimal energy input. The device should be designed to avoid producing a significant clot burden. However, meeting rigorous engineering specifications to create a perfectly nonthrombogenic device may not be entirely necessary because an occurrence of a (small) thromboembolism of the pulmonary capillary bed would likely be better ''tolerated'' than a systemic/central nervous system embolus. Advances in mechanical VAD technologies or TERM techniques may achieve clinically relevant, meaningful subpulmonary cavopulmonary support. We are hopeful that new and innovative strategies will meet the challenge of overcoming the inevitable sequelae of the Fontan circulation.
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